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. (precise, natural light) is the modern 
versatile operating lamp. A fitting adjunct to the 


most modern operating techniques, it is indispensable in . 


the critical moments during any delicate surgery. It is de- 
signed especially for eye, ear, nose and throat work 
where intense, shadow-free illumination is necessary, 
but special features make it valuable in any practice. 


COMPACT POWER . . . DAYLIGHT QUALITY 


Ortho-Lite sheds a brilliant, velvet-smooth light of 
daylight quality . . . essential for revealing small blood 
vessels or hemorrhages and for identifying tissues. At a 
distance of ten inches it illuminates an area three inches 
in diameter, with variable intensity up to 600 foot- 
candles, free from glare. At even greater distances Ortho- 
Lite is smooth and precise. It allows adequate room for 
manipulation of instruments. 


COOL LIGHT . . . COOL LAMP 


Ortho-Lite is cool light . . . it does not dry the tissues. 
The low-voltage bulb, parabolic lens system, special 
reflector, and blue correcting filter provide a maximum 
of usable light, free from irritating heat rays. The lamp 
housing itself, because of an ingenious baffle design, does 
not become over-warm. No chance for burns . . . no 
disastrous sudden movements from inadvertent contact 
with a hot lamp! 


RIGHT-ANGLE MIRROR .. . VERSATILITY 


Ortho-Lite is equipped with a right-angle reflecting 
elbow for redirecting the light at the tip of the lamp. 
For close work this mirror can easily be snapped in 
position in front of the lens, so that the lamp can be held 
just out of the field of view. In examination or surgery 
of body cavities the operator can look along the light 
beam ... more conveniently than with a head mirror. 


TWO MODELS QUICKLY INTERCHANGEABLE 


For even greater versatility Ortho-Lite can be mounted 
on a convenient handle for manual use or on its special 
floor stand. It is easily changed from one to the other 
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by a simple collar connection which does not affect the 


focus of the light. On its flexible, telescoping floor stand 
it may be directed at any angle, from elevations between 
3 ft. and 6 ft. Each floor stand model includes a handle as 
supplied with hand model Ortho-Lite. 


FEATHER WEIGHT . .. EASY TO HANDLE 


Because of its all-aluminum construction the Ortho-Lite 
weighs only 15% ounces. It can be held in the hand 
steadily and comfortably without fatigue, because it is 
perfectly balanced at the point of support. Power cord 
and connection are enclosed in the handle. . . no dangling 
cord gets in the way. The hand lamp and accessories can 
easily be packed in a medical bag for inter-office use. 


LONG LIFE, LOW COST PRE-FOCUSED BULB 


Ortho-Lite is always ready for use . . . no fussing with 
adjustments or connections. The pre-focused bulb can be 
installed, centered, and locked in permanent position by 
a single operation. The new Twist-Lock electric con- 
nector on the lamp cord makes instant connection and 
eliminates any possibility of flicker or disrupted connec- 
tion at the controller. The bulb is a standard 6-8 volt 
bulb, of long life and low cost. A spare bulb is supplied. 


USE ORTHO-LITE ANYWHERE 


Ortho-Lite is equipped with either transformer or 
resistance for conversion of standard 115 volt electric 
current. Either controller can quickly be attached to the 
stand or set on the floor. Each has means for varying the 
intensity of the light. It has 6 feet of cord. 


A HANDSOME SURGICAL AID 


Streamlined . . . modern . . . Ortho-Lite is a handsome 
addition to any surgery or examination room. The lamp 
and handle are finished in permanent black shrivel, 
polished chrome, and satin-finished aluminum. The floor 
stand is finished in permanent black shrivel . . . or, on 
request, in cream white, ivory tan, Neptune green, or 
mahogany lacquer to match the beautiful Bausch & 
Lomb Refracting Equipment. 


With right-angle mirror, examiner looks along light beam. 


U-V FLUORESCING FILTER (Accessory Equipment) 


The U-V Fluorescing Filter is available for Ortho-Lite, 
providing ample low-frequency ultra-violet light, free 
from irritating high-frequencies or distracting visible 
light. With this accessory filter Ortho-Lite fluoresces the 
cortex of the crystalline lens . . . a valuable aid in locat- 
ing a sub-luxated lens. It augments the effectiveness of 
fluorescein in revealing corneal ulcers, erosions, and 
abrasions. 


CONDENSING LENS (Accessory Equipment) 


The Condensing Lens Attachment is snapped in place at 
the end of the lens tube and may be used in conjunction 
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with the right-angle mirror. It 
produces an intense, brilliant, 
concentrated beam of illumi- 
nation. The lens increases the 
brilliancy over 15 times, and at 
3” produces a 34" spot. 


Ortho-Lite with attachment for 
DeLuxe Unit. 


Ortho-Lite on its telescoping 
flex-arm floor stand. 


